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DIAGNOSING DEATH BY DROWNING THROUGH THE ANALYSIS OF 
BLOOD MARKERS BY INDUCTIVELY COUPLED PLASMA 
– MASS SPECTROMETRY
Abstract: Investigation of bodies recovered out of water is a complex but frequent medico-legal 
task. The key problem is if the victim died due to drowning or by the means of other cause 
and placed in water. At the moment, the diagnosis of drowning is based on some unspecific 
findings during autopsy (lung distension and the presence of froth in upper airways and 
lungs) and the results of laboratory tests. Our project aimed to evaluate the usefulness of the 
determination by ICP-MS of trace elements (TE) in blood of the cardiac cavities of corpses 
found in aquatic environment as a tool to increase the certainty of the diagnostic of death 
by drowning. Blood samples were collected from 18 cadavers found in water, from 2006-
2008, in Oporto area. The advantage of ICP-MS compared to other instrumental analytical 
techniques is clear and it proved to be useful. It allowed us to perform a multielemental 
analysis of blood, and the results highlight the importance of this kind of approach, compared 
to previous studies where we are dependent on the results of a single TE.
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Introduction and objectives
Post-mortem diagnosis of drowning is one of the most difficult in forensic pathology. 
The majority of the diagnoses are based on some unspecific findings during autopsy 
(lung distension and the presence of froth in upper airways and lungs) and the results 
of laboratory tests [1]. Despite the many diagnostic methods used, the ideal diagnostic 
test as definitive proof for drowning still needs to be established, and more research 
is necessary. One of the diagnostic methods used is the quantification of drowning 
markers, such as the trace elements (TE) iron and strontium in blood [2-4]. The 
use of these “markers” is based on the different blood concentration between left 
and right heart cavities according to the type of water medium [4]. If the drowning 
takes place in a hypotonic medium compared to human blood (freshwater drowning) 
animal experimentation shows that TE blood concentration decreases in the left heart 
cavities as a consequence of hemodilution. On the other hand, TE such as Sr, due to 
its water concentration (and practically inexistence in human blood) will be higher 
in left ventricle (compared to the right one). Even though, the reviewed bibliographic 
206
data showed that strontium diagnostic value is well established in seawater drowning, 
but not in freshwater drowning because of the lower Sr concentration in this kind 
of medium [5]. The authors wish to introduce an instrumental method with recent 
forensic application in detection and quantification of gunshot residues [6]: Inductively 
Coupled Plasma-Mass Spectrometry (ICP-MS), which easily allow us to perform a 
multielemental analysis. So, the aims of this study are to investigate the application 
of other TE and their usefulness in drowning diagnosis and also evaluate Sr diagnostic 
value in freshwater drowning.
Materials and Methods
We collected blood samples from 18 cadavers found in water, selected from medico-
legal autopsies performed in the North Branch of the National Institute of Legal Medicine 
(Oporto, Portugal) over the period 2006-2008. The criteria used for inclusion was based 
on the following aspects: the bodies had to be found in water, the absence of mortal 
trauma and the presence of findings compatible with drowning during the autopsy. Some 
cases where excluded from the study population such as those who were subjected to 
resuscitation maneuvers or found in advanced state of putrefaction.
The samples were collected during the autopsy, from ventricular heart cavities 
(after opening the pericardial sac by means of standard techniques) using disposable 
needle and syringe for each cavity. 
The samples were then placed in propylene tubes (previously washed and 
decontaminated with nitric acid and deionized water) and stored at -70º. Subsequently 
they were processed for ICP-MS analysis. About 1 g of blood was digested with 1 ml 
of H2O2 30% and 2.5 ml of HNO3 65% in a microwave oven (Milestone MLS 1200 
Mega). The digestion solution was diluted to 25 ml with ultra-pure water (Milli-Q 
system, Millipore) and analyzed using a quadrupole ICP mass spectrometer (VG 
Elemental PlasmaQuad 3. The quantification of TE Li, Be, Al, V, Cr, Mn, Co, Ni, 
Cu, Zn, As, Se, Rb, Sr, Mo, Ag, Cd, Sb, Cs, Ba and Pb (Figure 1) was performed (Si, 
Ti, Br and I were also measured in the “semi-quantitative” mode). Results correspond 
to the content in whole blood and were expressed in µg/kg. 
The mean difference of the TE concentration between both heart cavities was statistically 
compared. The T test for paired samples was used to evaluate the difference between the 
two groups. A probability level of P≤0.05 was considered statistically significant.
Results and discussion
From the tested TE, some were not systematically higher (or lower) in left cavities 
blood versus right cavities blood, except for Sr, Li, Cu, Mn and Cd (Figure 2 & Table 
1). Accordingly, Sr, which is typically present in water but not in blood, was found 
in concentrations higher in left cavities than in right cavities in 16/18 cases. So, even 
in the case of drowning in freshwater, where Sr is present at a lower concentration 
compared to seawater [5], our study points to some value of this TE, which can be 
complemented by another TE that behaved very similarly: Li in 15/18 cases. 
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Other TE behaved the opposite way and presented a decreased blood concentration 
in the left cavities (compared to the right ones) as a result of the hemodilution due to 
the hypotonic freshwater entrance. One of the TE in these circumstances was Cu that 
presented a blood concentration in left cavities much lower than in right cavities in all the 
cases, with a mean difference of 411,22±434,34 (P=0,01). Additionally we were able to 
find other two TE that behaved like Cu: Mn in 15/18 cases and Cd in 17/18 cases. In the 
case of Mn the mean difference between both heart cavities was 37,35±38,42 (P=0,01).
Conclusions
The advantage of ICP-MS compared to other instrumental analytical techniques is clear 
and it proved to be useful [7]. It allowed us to perform a multielemental analysis of blood, 
and the results highlight the importance of this kind of approach, compared to previous 
studies where we are dependent on the results of a single TE [2-3]. On these cases, whenever 
it isn’t possible to validate the results, the conclusions also get compromised, in opposition 
to multielemental research where we can present reliable conclusions, even when one TE 
result is not significant. We were able to find “new” TE which showed a typical behavior 
during drowning, with Cu given the most promising results. The information obtained 
from these additional TE can complement the data obtained from classical ones (Sr). In 
addition we obtained consistent info regarding Sr potential in freshwater drowning. Even 
in this kind of medium, with the use of a highly sensitive technique such as ICP-MS [7] a 
higher concentration in left cavities could be observed in most cases, compared to previous 
studies whose sensibility didn’t allowed to obtain valid results [5].
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Figure 1 – Periodic table showing quantified TE
Figure 2 – Graphic of mean TE concentrations in left ventricle vs. right ventricle
Table 1 – Mean TE concentrations values in left ventricle vs. right ventricle
